I. Introduction
Dental implants have become an important option in the treatment plans in dentistry 1 and over recent years more and more general dental practices have started to include implant treatment in their clinics. About two million implants are placed each year and this number is expected to increase because of the aging world population and relatively high success rates of dental implants. 2 Simultaneously, large numbers of implant companies have become established, these companies are continuously adding new generations of implants with differences in design, surface type, material type, and many other features. 3 Surface roughness has an important role in enhancing bone healing and promoting biomechanical properties at the bone/implant interface through increasing the mechanical retention and allowing good stress distribution. 4 Rough surfaces are often used in clinical situations where acceleration and enhancement of osseointegration and bone interlocking is required such as in cases with poor bone quality or reduced bone volume. 5 Studies have shown that bone needs an optimal surface roughness (Ra) of 1-1.5 µm, otherwise the implant fixation could be weakened. 4 Long term survival of a dental implant depends on the ability of the material to integrate with the surrounding bone and connective tissue. 6 There are many requirements and conditions necessary for a dental implant to osseointegrate with living bone, one of them is the reactive state of the implant surface, and many other important factors that are related to the dental implant itself. 5 Blasting titanium implant surface is conducted by projecting high velocity particles through a nozzle using compressed air to blast the implant surface which leads to roughening of the dental implant surface. It is suggested that these particles should be made from materials that are chemically stable and biocompatible, and should not hinder the osseointegration of the titanium implants. Different materials have been used, such as alumina, titanium oxide and calcium phosphate particles. 5 Alumina (Al 2 O 3 ) is frequently used as a blasting material to produce surface roughness. It is quite usual for the blasting material to be implanted into the implant surface and remnants of it can remain even after ultrasonic cleaning, acid passivation and sterilization. This may be because alumina is insoluble in acid and it is difficult to remove from the titanium surface. This retention of alumina may lead to the release some of these particles into the surrounding tissues and interfere with the osseointegration of the implants. 7, 5 The benefit of blasting before acid etching has been questioned as it had been suggested that one of the advantages of acid etching in addition to increasing the surface roughness after grit-blasting was to clean and remove residual particles from the implant surface. In a study by Lincks and coworker 9 they roughened the titanium surface with blasting and acid etching, and reported that such a procedure increased the surface roughness and enhanced cell attachment and differentiation. Later on Szmukler-Moncler et al., 7 also reported a higher bone anchorage measured for the blasting and acid etching surface over the machined and just acid etched surfaces.
An increase in the biocompatibility and osseo-conductivity of dental implant surfaces is one of the most important goals in implant dentistry as the implant surface is the first part to interact with tissue. 10, 11 Therefore, investigations concerning detailed characteristics of implant surfaces have been encouraged to create a new generation of implants. The study was conducted to evaluate the effect etching with different types of acids on sandblasted titanium dental implant surface topography.
II. Materials and Methods
Discs of 5 mm in diameter (± 0.1 mm) were punched out from 100 x 100 x 1 mm of annealed titanium sheets (99.6+%) (Goodfellow Cambridge Limited, Huntingdon, England). Discs were cleaned in an ultrasonic bath at room temperature with ethanol for 15 min then allowed to dry at room temperature.
A uniform clean surface was obtained (mirror polished surface) on one side of each disc. To facilitate polishing, discs were mounted within a specific ring using an epoxy resin system for embedding and impregnation of the specimens (Struers A/S, Ballerup, Denmark) and these were then polished with a Struers A/S machine.
A mirror surface image was obtained using this procedure. The discs were then cleaned in an ultrasonic bath at room temperature with ethanol for 15 min, and then with distilled water. Discs were then dried in an oven at 40 ˚C for 1 h and left to dry at room temp. The discs were stored in a sealed container.
Blasting
Titanium discs were blasted Aluminum oxide powder (Al 2 O 3 ) with particle size 50 µm (Blasting material powder; Henry Schein Holding Ltd., Germany), using 4.5 bar pressure at 3 cm distance. Discs were then ultrasonicated with distilled water for 15 min to remove any extra remnants of these powders from the surfaces of the discs.
Blasting and acid etched
A combination of the above procedure with acid etch was also conducted: Titanium discs were blasted and ultrasonicated using the procedure described above, and allowed to dry for 24 h. Then the titanium discs were etched with different acid solutions separately for different times, concentrations and temperatures according to requirements for each acid type. An electrical water bath was used to increase and sustain the temperature of the acids. 
Scanning electron microscopy (SEM)
Topographic inspection was conducted using a scanning electron microscope (SEM Tech Ltd, Bonsall, Derbyshire, UK). All samples were attached by adhesive to aluminum SEM stubs and examined at 20 kV in the secondary emission mode in a PC-controlled ISI 60 scanning electron microscope.
Measurement of surface roughness
Non-contact optical Proscan profilometry was used to measure the surface roughness (Proscan 2000, Scantron Industrial Products Ltd. Monarch centre, Taunton, England). The measurements were conducted in an X and Y direction, and the scanned area was 2 x 2 mm. The measurement was taken for 20 lines in the Y axis; 250 spots in each line were measured twice. The final analysis was conducted in an area of 1.2 mm x 1.2 mm in order to avoid edge effects. Ra measurement was calculated for each sample: Ra: is the arithmetic mean of the absolute values of the surface point departures from the mean plane within the sampling area.
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Statistics
Statistical analysis was carried out using Excel and SPSS (Statistical Package for Social Sciences).
The statistical methods used to analyze and assess the results were 1-Descriptive statistic: Mean, standard deviation; 2-T-test, Analysis of variance test (ANOVA test).
After verification of the normal distribution and the homogeneity of the variance, an analysis of the variance (ANOVA) was used to asses any significant differences among selected group. For multiple comparisons test (Post Hoc multiple comparisons) LSD (least significant difference) was used to determine the specific differences between the means of the group members. The probability value (P-value) was considered significant at P <0.05 and highly significant if P< 0.01.
III. Results
After blasting with alumina, a rough surface was visible to the naked eye. The surface appeared to be pitted, black, and coarse and when the surface roughness was measured by profilometry, it revealed a rough surface with an Ra value of 0.627 µm.
Blasting with alumina/acid etching
Alumina blasted surfaces were subjected to acid exposure. Figure (1) illustrates the Ra values of alumina blasting alone and in combination with acid etching. The most obvious finding was that the Ra values of alumina blasted/acid etched surfaces were higher than Ra values for surfaces which were only acid etched or those that were blasted alone.
A most noticeable feature was the dramatic increase in surface roughness (Ra value) of alumina blasted/acid etched surfaces for all acid types immediately after the start of etching. The increase in Ra was more than 0.2 µm for all acid types. Slight changes in Ra value were observed with longer etching times. These later changes differed in characteristics according to acid type.
For H 2 SO 4 there was no significant differences in Ra value have between time groups. For HCl, which was the most powerful etching acid, the Ra value increased dramatically after 5 and 15 min etching duration, then began to decrease after 30 min etching. However, significant differences were found between times in the same acid group. Etching with HNO 3 The Impact Of Different Acids Etch On Sandblasted Titanium Dental Implant Surfaces Topography DOI: 10.9790/0853-1508098386 www.iosrjournals.org 85 | Page following alumina blasting, showed a different reaction. The discs appeared to turn to a faint grey/white chalky appearance, and the surface roughness as measured by the Ra value started to decline after 15 min etching. This was followed by increase in 30 min to reach a relatively similar value to 5 min etching time. However, there were no significant differences between different etching times in this acid group. There were highly significant differences in Ra values between just alumina blasted surface and alumina blasted/acid etched surfaces (P<0.001).
Using SEM alumina particles can be seen covering the titanium surface in alumina blasted specimens (Figure 2 ). However, these images changed with subsequent HCl etching (Figure 3) but remained relatively the same with H 2 SO 4 , HNO 3 , as can be seen in Figure ( 
IV. Discussion
Aluminium oxide materials was chosen to blast titanium surface because it is a biocompatible and in accordance with what are usually used by dental implant companies, and in documented research. 5 The results showed that different treatments for titanium produced different surface topographies, as first indicated by Xavier et al., 14 , significant differences in surface roughness were obtained.
Blasting with alumina
Blasting with alumina resulted in large increases in surface roughness with some of the abrasive particles becoming embedded within the titanium surface. The increase in surface roughness could be because of the sharp edges of alumina particle on the surface, in addition to the action of the blasting process on the titanium. 7 Ra values were however lower than those found by 16 Größner-Schreibere et al., 15 and this could be because they used a larger particle size (125 µm).
Surface modification with blasting/acid etching has been used for many years as a method of cleaning surfaces as well as increasing surface areas (e.g. micromechanical retention in adhesive bonding procedures).
The most obvious finding in alumina blasting/acid etching results were the dramatic increases in Ra values immediately after etching. This may be due to the particles creating a route to facilitate the action of the acid on the titanium surface. This was also observed by Ellingsen et al., 16 who found that HF acid reacted earlier with a previously grit-blasted surface.
In this study the Ra values of blasting/acid etching were lower than those found by Szumukler-Moncler et al., 17 on the commercially available implant SLA-ITI implant. This may be explained by the implants having a rougher pre-etched surface. Another explanation could be the larger size of alumina particles used for blasting (250-500 µm), but Guizzardi et al., 18 used two different sizes of alumina and obtained Ra values of 1.98 for 100 µm particles and 1.14 µm for blasting with 150 µm particles. This decrease in Ra values with increase in particle size may be because surface roughness is not just dependent upon particle size but also on the shape and hardness of the blasting material. 18 In addition, alumina has two different forms (polycrystalline and single crystal (Sapphire) which have similar chemical composition but with different modulus of elasticity and ultimate bending strength. 3 The SEM results in this study were similar to those obtained by Größner-Schreiber et al., 15 in which the presence of harsh metal ridges with irregularities and small holes were seen, with lighter coloured alumina particles visible on the surface. In addition, for blasting/acid etching with HCl the results obtained were similar to those reported by SzumuklerMoncler et al. 17 Interestingly the SEM of the alumina blasted/HCl acid etched surfaces were similar to just HCl etched surface. This may be explained by the action of the acid being able to remove most of blasted material very rapidly.
According to the results from this work, it can be concluded that alumina blasting followed by acid etching will produce the rougher surface and subsequently will be the best to produce the dental implant,
V. Conclusions
Surface roughness using blasting procedure depended upon type and particle size of used material and original surface roughness of the substrate. Different types of acids produce different surface modification and different roughness. Roughness resulting from varied acid etching after blasting titanium surface differ according to acid type and duration of acid etching procedure. 
